[Physical methods to determine compatibility of implants].
The effect of the living organism on the polymer materials used for the manufacture of grids for implants. It is shown that the recipient's body is actively working to exogenous material , destroying its surface layer and forms around the implant insulating fibro-connective tissue capsule, the thickness of which depends on the severity of the organism's reaction to a foreign body. Proposed instrumental method of determining compatibility before surgery implant material with the recipient using an atomic force microscope (AFM).